Hyperthermia is a thermal therapy for cancer treatment in which body temperature is exposed to elevated temperature of [40][41][42] o C. Microwave ablation has a potential to be sensitive to changes in the dielectric tissue parameters which results in damaging abnormal tissues. In order to produce heat in the focused area microwave signals are adjusted in time, frequency and strength. The commonly used frequencies in microwave imaging systems are 415MHZ and 2.45GHZ which are transmitted from the antennas enclosing the relevant body part. This paper presents a highly efficient E-Shape micro strip patch microwave antenna operated at 2.45 GHz which can be used in various applicators for hyperthermia treatment system. The simulation is done on IE3D simulator. The results are compared at two feeding points 1 and 2 for the frequency 2.45GHZ. It gives return loss of -19.3dB, bandwidth of 6.2dB and the antenna efficiency of 92% for feeding point 1 which proves to be highly effective in communication.
I. Introduction
Hyperthermia is a cancer treatment thermal process in which tumor loaded tissues are exposed to heat up to 42-45 o C. The biological response of hyperthermia is protein damage which involve both cellular and host related factors [1] . It results in direct killing of raised temperature cancerous cells, increased metabolic activity, increased cell oxygenation, stimulation of immune system and an improvement of cells to drug intake [2] . Microwave hyperthermia is one of the promising techniques that has been used in the treatment of patients suffering from cancer. Depending upon the size and location of tumor one or more microwave antennas are used [3] . Based on the power absorption microwave antenna applicators raise the temperature of tumor and has a potential to create longer and effective thermal lesion at a greater depth. One of the main advantage is application time which is shorter for microwave frequencies [4] . The federal communication commition (FCC) or International telecommunication union (ITU) permit several unrestricted frequency bands for industrial, scientific and medical uses in several regions including those most commonly used frequencies for microwave ablation are 915MHZ and 2.45GHZ [5] . For the treatment of cancer patients having superficial tumors waveguide and intracavity applicators have been used at frequency 2450MHZ. The penetration depth of EM energy approaches the tumorous part with low irradiation in the vicinity of hyperthermia apparatus and good impedance matching is achieved by microwave thermotherapy which can be effectively used in local external hyperthermia treatment of cancer [6] [7] .
An antenna suffer much in terms of efficiency and matching, so there is a need for highly efficient antenna which provide more directivity and less return loss. Low loss materials are used in designing many antennas so that more of the power that is not reflected is radiated [8] . Micro strip patch antenna is a narrowband wide beam antenna which is mostly used at microwave frequencies because the size of the antenna is directly tied to the wavelength at resonant frequency [9] . A thicker substrate will increase the radiation power, reduce conductor loss and improve bandwidth [10] . Micro strip line feeding has been used in which a conducting strip is connected directly to the edge of micro strip patch [11] . The position of the feeding also changes the results [12] .
In this paper E shaped micro strip patch antenna is designed for microwave frequency 2.45GHZ by using various design equations. The results have been compared for two different feed positions. Simulations are done on IE3D software which uses a method of moment (MOM) numerical technique [13] .The rest of the paper is organized as follows: Section II gives the design equations used for E-shape micro strip patch microwave antenna. Description of proposed microwave antenna is being dealt in detail in Section III. Section IV provide results and discussions and finally in Section V Conclusions of the proposed work are drawn.
Design Equations
The design of micro strip patch antenna is E-shape. To simplify the analysis and performance prediction rectangular patch element is chosen. The main characteristics parameters of antenna are length (L), Width (W), Thickness (h) ,two cut slots of dimensions L11,W11 and L12,W12 are shown in fig1.Theorical analysis and calculations of dimensions can be calculated by using equations (1 to 7) of transmission line method [14] [15] [16] which are shown in Table1.
Calculation of Width: The first step of antenna design is calculate the width of micro strip patch antenna which is given by
Calculation of Effective Dielectric Constant: To calculate the actual length of micro strip antenna first calculate the effective dielectric constant which is given by the formula
Calculation of Effective Length ( ):
The effective length of the microwave antenna can be calculated by using the formula
Calculation of the length extension (ΔL): To find the actual length first find the length extension by using the formula = 0.412
Calculation of actual length (L):
The actual length of the microwave patch antenna is calculated by using equation
For practical consideration there is a need for finite ground plane which can be calculated if size of ground plane is six times greater than thickness of substrate.
= W + 6h (7)
Description of Proposed Microwave antenna
The design of proposed microwave antenna is rectangular E-Shape as shown in Fig.1 in which two slots are cut. L and W are the length and width of antenna in which two rectangular slots having length L11, L12 and Width W11, W12 are cut. As there is a need for finite ground plane, the ground parameters are also taken rectangular having length Lg and Width Wg . The proposed antenna dimensions are calculated by using design equations which are shown in Table 1 . The antenna is designed for frequency 2.45GHZ. For the improvement of radiation power, bandwidth and to reduce the conductor losses thicker substrate is used. The material used for dielectric is FR4 having dielectric constant 4.3 and height of the substrate is 1.5 mm. Micro strip line feeding is used at two points 1, 2 and the results shows drastic change when the feeding position is change from position 1 to position 2. 
Results and Discussions
The return loss or reflection loss measured the effectiveness of power delivery from the transmission line to the antenna. Simulated data of IE3D is used to plot graphs which gives return loss of -19.3 dB for A1 at feeding position 1 which when compared for A2 at feeding position 2 gives return loss of -4 dB that shows drastic change as shown in fig 2. To provide more directivity antenna with high efficiency is needed. The proposed antenna gives efficiency of 92% as shown in fig.3 . The range of usable frequency within which performance of antenna with respect to some characteristics conforms to a specified standards gives bandwidth of 6.2 dB as shown in fig 4 which proves to highly effective. The antenna has an acceptable performance with VSWR ≤ 2. Fig.5 . shows the voltage standing wave ratio graph which value of 0 at 2.45GHZ.The azimuth pattern gain display and 3D radiation pattern shows that antenna radiates its energy equally in all directions. Fig. 6 and Fig. 7 shows that the impedance matching of proposed antenna exhibit good matching at 50Ω using line feeding. The results gives a design of highly effective E-shape micro strip patch antenna which can be used in various applications for hyperthermia system. 
Conclusions
In this work effort has been made to design highly efficient rectangular E-shape micro strip patch antenna for microwave frequency of 2.45GHZ used in hyperthermia system for cancer treatment. FR-4 substrate of thickness 1.5mm and dielectric constant of 4.3 is used in this application. To provide a planer structure, a technique of micro strip line feeding has been used in which a conducting strip is connected directly to the edge of micro strip patch. The arrangement also has the advantage that feed can be etched on the same substrate.
Better results have been observed by applying direct feeding to the lower edge of the patch. Simulations of Eshape microwave antenna for hyperthermia system are done on IE3D software which uses a method of moment (MOM) numerical technique which has been effectively applied to electromagnetic problems related to human body.
